[H.-K. Müller's ophthalmodynamometer--Standardization and calibration (author's transl)].
Details are given of the standardization of ophthalmodynamometers after H.-K. Müller and its consequences for the practical application of these instruments. Conversion tables for the relationship between divisions and pressure, including special correction values of Bedavanija (7) are provided.